Severe cartilage damage by broken poly-L-lactic acid (PLLA) interference screw after ACL reconstruction.
Poly-L-lactic acid (PLLA) bioabsorbable interference screws are widely used for fixation of tendon to bone and bone to bone in anterior cruciate ligament (ACL) and posterior cruciate ligament (PCL) reconstructions. Complications are rare. To our knowledge this is the first report of severe chondral damage caused by late breakage of the screw. Breakage of bioscrews has only been published in cases with tendon to bone fixation.